September 1972 


B72-10249 


# NASA TECH BRIEF 

Ames Research Center 



NASA Tech Briefs announce new technology derived from the U.S. space program. They are issued to encourage 
commercial application. Tech Briefs are available on a subscription basis from the National Technical Information 
Service, Springfield, Virginia 22151. Requests for individual copies or questions relating to the Tech Brief program may 
be directed to the Technology Utilization Office, NASA, Code KT, Washington, D.C. 20546. 


Oxygen Carrier for Gas Chromatographic 
Analysis of Inert Gases in Propellants 


The gas chromatographic determination of small 
quantities of inert gases dissolved in reactive propel- 
lants is not easily performed with carrier gases such 
as helium, nitrogen, or hydrogen. For example, the 
determination of helium in diborane with thermal 
conductivity detectors is complicated by traces of 
water in column packing materials, because hydrogen 
is formed by the hydrolysis of diborane, and the sep- 
aration of hydrogen from helium is not readily ac- 
complished on any column of convenient length. 
Moreover, hydrogen is not a satisfactory carrier gas 
because its thermal conductivity is nearly the same as 
helium. Oxidation of diborane by a hot cupric oxide 
bed placed in front of the gas chromatograph column 
proved to be only partially effective; however, when 
oxygen was used as the carrier, complete oxidation of 
the diborane was obtained and satisfactory deter- 
minations of 0.09 to 1.5 mol-percent of helium were 
obtained. 

In another instance, the determination of nitrogen 
in oxygen difluoride by the usual gas chromatographic 
technique with helium as a carrier gas was unsuccess- 
ful because the oxygen which is produced by reaction 
of the propellant with column materials is not readily 
separated from nitrogen by the chromatographic col- 
umns ordinarily employed. However, it was found that 
oxygen could be used effectively as a carrier with 
glass-bead thermistor detectors, but the sensitivity of 
the determination was somewhat reduced. 

Operating conditions used for these specific analyses 
are given in the table. 



Sample 


Conditions 

He in B 2 H 6 

N 2 in OF 2 

Carrier gas 

Oxygen 

Oxygen 

Flow rate 

40 ml/min 

40 ml/min 

Column 

1) 50.8-cm long, 
60-80 mesh silica 
gel pre-condi- 
tioned with 
moist air; 

2) 25.4-cm long, 
CuO wire at 
704°C; 

3) 15.2-cm long, 
Linde 13X mo- 
lecular sieve, 
40-60 mesh. 

50.8-cm long, 
Linde 13X molec- 
ular sieve + 20.3 
cm of soda lime 

Column 

temperature 

1) Room temper- 
ature; 

2) 704° C; 3) 38°C 

38°C 

Sample size 

0.5 to 1.0 ml 

0.5 to 2.0 ml 


Notes: 

1. The following documentation may be obtained 
from: 

National Technical Information Service 
Springfield, Virginia 22151 
Single document price $6.00 
(or microfiche $0.95) 


(continued overleaf) 



This document was prepared under the sponsorship of the National 
Aeronautics and Space Administration. Neither the United States 
Government nor any person acting on behalf of the United States 


Government assumes any liability resulting from the use of the 
information contained in this document, or warrants that such use 
will be free from privately owned rights. 


Reference: 

NASA CR-97860 (N69-10713), Liquid Pro- 
pellant Gas Absorption Study. 

2. No additional documentation is available. Specific 
questions, however, may be directed to: 
Technology Utilization Officer 
Ames Research Center 
Moffett Field, California 94035 
Reference: B 72-10249 


Patent status: 

No patent action is contemplated by NASA. 
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